[Experience in the use of the BRIZ-2 device for digital recording of X-ray television images in broncho-pulmonology].
A device is described intended for digital recording and reproduction of x-ray images attached to RUM-20M x-ray diagnostic complex with x-ray image amplification. Radiation loading of patients and the staff were reduced more than twofold. Spot photographs during x-ray examinations were ruled out. The quality of hard copies of images made using various printing devices are compared.